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1.  Research  Objectives 


The  overall  research  objective  was  to  develop  a  state-of-the-art 
emissometer  capable  of  measuring  spectral  normal  emissivity  of  samples  of 
electrically  conducting  materials,  of  non-conducting  opaque  materials  and 
to  demonstrate  the  feasibility  of  measuring  semi-transparent  materials  at 
high  temperatures.  The  successful  conclusion  of  this  objective  has  resulted 
in  a  unique  apparatus  that  has  been  used  in  high  technological  applications 
such  as  laser  hardening  materials,  carbon/ carbon  composites,  turbine  blades, 
combuster  liners  and  electronic  materials  processing.  The  apparatus  has 
been  developed  to  the  point  where  operation  on  opaque  materials,  both  elec¬ 
trical  conductors  and  insulators,  has  become  a  routine  operation.  The  vari¬ 
ous  parameters  that  control  the  accuracy  of  the  measurements,  such  as  black 
body  quality,  temperature  gradients  and  veiling  glare  effect  have  been  studied 
extensively.  Test  results  have  been  obtained  on  tantalum,  silicon  carbide, 
silicon  nitride,  carbon/carbon  composites,  pyroceram,  and  oxidized  Rene  at 
temperatures  between  1300  and  3000  K  which  have  demonstrated  the  accuracy 
and  reproducibility  of  the  apparatus  above  1300  K.  The  present  work  has 
developed  the  basis  for  measuring  semi-transparent  materials. 

2.  Status  of  the  Research 

A.  Introduction 

The  spectral  emissivity  of  materials  is  an  important  property  from  the 
standpoint  of  heat  transfer,  surface  studies  including  oxidation  and  thin 
films,  detection  and  analysis  (signatures),  and  laser-related  technology 
including  vulnerability.  High  technology  applications  such  as  turbine  blades, 
combustor  liners,  laser  hardening  systems,  and  electronic  materials  process¬ 
ing  have  stringent  requirements  for  radiative  properties  of  advanced  materi¬ 
als,  particularly  nonconducting  ones,  at  high  temperature  approaching  their 
destruction/degradation  temperatures  in  the  infrared  spectral  region. 
Unfortunately,  few  laboratories  have  the  capability  to  provide  these  property 
measurements.  Therefore  it  is  important  that  the  capability  for  determining 
this  property  to  a  high  degree  of  accuracy  be  readily  available  to  the  nation. 
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The  Multiproperty  Apparatus  is  a  unique  and  extremely  important  device 
that  was  developed  at  the  Thermophysical  Properties  Research  Laboratory  at 
Purdue  University.  It  has  proven  to  be  a  powerful  scientific  and  engineering 
tool  for  experimentally  determining  several  thermophysical  properties  at 
high  temperatures.  The  emissometer  was  developed  to  extend  the  capabilities 
of  the  Multiproperty  Apparatus  to  include  measurements  of  the  normal  spectral 
emissivity  of  conducting  and  nonconducting  materials.  Previously  the  emis¬ 
someter  was  developed  to  the  point  where  state-of-the-art  accuracy  from  2  to 
15  ym  was  obtained  on  opaque  materials  above  1300  K.  Measurements  were 
made  on  several  materials.  In  the  case  of  electrical  conductors,  results 
were  obtained  on  tantalum  (used  as  a  standard)  and  on  a  carbon/carbon  com¬ 
posite.  In  the  case  of  non-conductors,  measurements  were  made  on  a  number 
of  silicon  carbides  and  silicon  nitrides  fabricated  at  eight  facilities  using 
a  variety  of  techniques.  Also  preliminary  measurements  were  made  on  pyro- 
ceram,  a  material  of  interest  in  certain  defense  applications.  The  present 
year's  effort  included  finishing  the  work  on  pyroceram,  reducing  the  meas¬ 
urement  for  metallic  materials  to  a  routine  operation  and  demonstrating  this 
by  measuring  the  properties  of  certain  platinum  alloys  and  oxidized  Rene, 
extending  the  lower  wavelength  limit  from  2  down  to  0.4  ym,  and  by  perform¬ 
ing  a  feasibility  analysis  for  extending  the  capabilities  to  measure  semi¬ 
transparent  materials. 

B.  Emissometer  Improvements 

Several  improvements  were  made  in  the  emissometer  in  order  to  improve 
the  ease  of  operation,  extend  its  capabilities  and  to  increase  the  accuracy 
obtainable.  One  of  the  major  problems  associated  with  the  operation  of  the 
emissometer  has  been  the  problem  of  realignment  each  time  the  emissometer 
table  is  positioned  in  front  of  the  Multiproperty  Apparatus.  During  many 
applications  involving  the  Multiproperty  Apparatus,  the  area  in  front  of 
the  apparatus  is  used  for  pyrometry  and  for  twin-telemicroscopes.  However, 
when  spectral  emissivity  measurements  are  to  be  performed  the  pyrometer  and 
telemicroscopes  are  removed  and  the  emissometer  table  is  positioned  in  front 
of  the  apparatus.  Then  an  extensive  optical  alignment  had  to  be  performed. 
However,  this  procedure  has  been  greatly  simplified  and  now  it  is  possible  to 
move  the  table  into  position  and  align  the  emissometer  within  an  hour. 
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Measurements  of  spectral  emissivity  were  limited  to  the  region  2  to 
15  ym  by  the  detectors  previously  used.  During  the  past  year  we  have  pur¬ 
chased  a  relatively  inexpensive  silicon  detector  which  permits  measurements 
in  the  0.4  to  1.5  ym  range  and  a  high  quality  liquid-nitrogen-cooled  trimetal 
detector  for  use  in  the  1  to  5  ym  range.  We  have  demonstrated  the  usefulness 
of  these  detectors  in  addition  to  our  standard  detector  and  we  now  can  make 
measurements  from  0.6  to  15  ym  (see  Figure). 

As  a  result  of  further  analysis  of  our  integral-blackbody  technique 
for  opaque  nonconducting  solids  it  was  discovered  that  the  quality  of  our 
blackbody  hole  at  longer  wavelengths  was  not  as  high  as  we  had  estimated. 

This  problem  is  caused  by  the  very  low  emissivity  at  longer  wavelengths  for 
tantalum  which  serves  as  the  heating  tube.  This  problem  can  be  overcome 
by  inserting  a  graphite  block  in  the  region  of  the  blackbody  hole  and  by 
viewing  the  holes  at  least  15°  off-axis  or  by  using  a  material  which  has  a 
much  larger  emissivity  -  for  example,  oxidized  Rene. 

Refinements  were  made  in  our  finite-difference  heat  transfer  analysis 
and  temperature  gradients  existing  in  opaque  non-electrical  conductors  were 
examined  in  detail.  The  results  show  that  the  gradients  are  acceptable  and 
will  not  cause  large  errors  in  the  emissivity  results  for  most  materials. 

C .  Measurement  Results 

Two  samples  of  oxidized  Rene  were  measured  using  the  emissometer  with 
three  detectors  and  two  prisms,  as  well  as  with  two  windows  (NaCl  and  quartz) 
on  the  Multiproperty  Apparatus.  The  results  in  the  overlapping  wavelength 
region  were  within  1%.  In  addition  measurements  were  made  at  0.65  ym  using 
an  automatic  optical  pyrometer  and  these  results  were  within  1.5%  of  those 
obtained  using  the  emissometer.  The  results  are  shown  in  the  Figure.  Meas¬ 
urements  were  also  made  on  proprietary  samples  of  platinum  alloy. 

The  study  on  pyroceram  was  completed.  The  results  showed  a  strong  de¬ 
pendence  on  material  history  below  3  ym  but  that  the  temperature  dependency 
up  to  the  softening  point  above  5  ym  was  essentially  zero.  The  data  also 
revealed  the  existence  of  a  "valley"  of  about  10%  in  the  vicinity  10.6  ym, 
which  is  a  wavelength  region  of  high  interest  for  laser  applications. 
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A  feasibility  study  on  the  measurement  of  semi-transparent  results  was 
performed.  The  results,  including  some  experimental  evidence,  delineated 
the  procedures  required  to  measure  this  type  of  material  and  has  involved 
two  activities.  The  first  activity  has  been  the  analysis  of  different 
sample-heating  tube  configurations  for  which  models  have  been  developed  to 
relate  the  optical  properties  (n,  index  of  refraction,  k  absorption  coeffi¬ 
cient,  and  e,  emissivity)  to  the  experimental  radiance  observations.  Two 
major  conclusions  have  been  reached  from  this  analysis:  (a)  the  simplest 
experimental  arrangement  which  renders  the  temperature  gradients  negligible 
involves  significant  modifications  to  the  Multi-Property  Apparatus,  and 
(b)  a  simplified  experimental  arrangement  in  which  significant  temperature 
gradients  exist,  but  their  effects  estimated,  is  attractive.  Toward  this 
end  we  will  upgrade  our  heat  transfer  analysis  of  the  sample-heating  tube 
to  include  semitransparent  materials.  The  second  activity  has  been  the 
measurement  of  commercial-grade  fused  quartz  using  the  opaque  approach 
(lateral  and  blackbody  holes)  in  addition  to  a  through  hole.  Preliminary 
measurements  have  been  made  but  are  still  being  evaluated.  We  will  report 
upon  this  work  in  a  subsequent  publication. 
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tended  paper  on  direct  heating  methods.  This  chapter  includes  the 
high  temperature  emissometer  developed  as  part  of  the  AFOSR  Grant. 
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